Abstract: One of the greatest challenges faced by buccomaxillofacial prosthetists is to reproduce the patient's exact skin color and provide adequate esthetics. To reach this objective, professionals must use materials with easy characterization and that maintain color over long periods of time. The objective of this study was, thus, to evaluate the color stability of two types of silicones, Silastic 732 and Silastic MDX4-4210. Twenty-four test specimens were made from each type of silicone and were divided into a colorless group and groups intrinsically pigmented with ceramics, cosmetics or iron oxide. The specimens were submitted to an accelerated system of aging for non-metallic materials. Readings were carried out initially and after periods corresponding to 163, 351, 692 and 1,000 hours of aging, using a reflection spectrophotometer analysis, and color alterations were calculated by the CIE L*a*b* system. The data were submitted to variance analysis and Tukey's test at a 5% level of probability. The results demonstrated that, irrespective of the period of time analyzed, all the materials underwent some type of chromatic alteration (∆E > 0). The test specimens made with Silastic 732 and MDX4-4210, without pigmentation, presented the lowest color alteration values after 1,000 hours of aging. Of the pigments, ceramic presented the lowest color alteration values and cosmetic powder presented the highest values. Thus, it may be concluded that the materials without the incorporation of pigments presented similar color alteration values, and did not differ statistically. The cosmetic powder used in this study was the pigment that most altered the color of the test specimens.
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Introduction
To make maxillofacial prostheses, the shape, volume, position, texture and transparency of the patient's features must be respected. Although prosthetic technicians usually choose good materials to manufacture prostheses, we have noticed that they have great difficulty in reproducing the color of patients' skins. Owing to the action of external agents, changes in color occur, resulting in prostheses that do not match the patient's skin, hence compromising the dissimulation of the facial defect. 1, 2 In this context, several methods of color pigmentation were tested with the intention of achieving color stability, both for intrinsic and extrinsic color pigmentation, when exposed to external factors. 3, 4, 5 Gary, Smith 6 (1998), however, reported a variety of methods for testing color stability with various pigments, although research lacks regarding the color stability of pigments in maxillofacial elastomers. 7 Considering the above and taking into account the diversity of materials, pigments and methods to evaluate the color stability of maxillofacial prostheses, this study evaluated, by reflection spectrophotometry, the color stability of silicones, pigmented or not, when employed for facial use after accelerated aging.
Material and Methods

Material
For this study, two types of silicones were used to manufacture the test specimens; one is appropriate for use in facial prostheses (Silastic MDX4-4210; Dow Corning Corporation, Midland, MI, USA); and the other is an acetic silicone developed for industrial use (Silastic 732; Dow Corning do Brasil Ltda., Hortolândia, SP, Brazil). For an intrinsic pigmentation of the silicones, three systems of coloring were used: Cosmetic (Payot, São Paulo, SP, Brazil), ceramic (Clarart, DF, Brazil) and iron oxide (Bayer S.A., São Paulo, SP, Brazil).
Method
The test specimens master molds were manufactured in white orthodontic plaster (Orto-Rio Produtos Odontológicos, Rio Claro, SP, Brazil) using molds of pink wax 7 (Wilson, Polidental Indústria e Comércio Ltda., São Paulo, SP, Brazil) with a length of 7 cm, width of 5 cm and thickness of 2 mm.
Twenty-four test specimens were made for each silicone and were subdivided into groups: Colorless and pigmented with cosmetic powder, iron oxide or ceramic. In addition to the pigments, the silicones were weighed using a precision digital scale (BEL Equipamentos Analítico, Piracicaba, SP, Brazil). The pigment weight was equivalent to 0.2% 8, 9 of the weight of the silicone ( Table 1) .
The silicones were handled according to the manufacturer's instructions, i.e., at a room temperature of 23 ± 2ºC and relative humidity of 50 ± 10%. Each pigment was mixed with the silicone on a glass sheet with the help of a stainless steel spatula until an homogenous mixture was obtained. The silicone was then inserted in the master mold and the excess was removed with a spatula to maintain a regular thickness. The Silastic 732 silicone was placed in the master mold with the external surface exposed to room temperature for 24 hours. Silastic MDX4-4210 was then placed in the master mold with the external surface exposed to room temperature for 3 days. According to the manufacturer's instructions, final polymerization of each silicone occurs during this period. After this period, each test specimen was carefully separated from the metallic master mold and the thickness of 2 mm was confirmed with a caliper.
The test specimens obtained were submitted to initial chromatic analysis by means of a Visible Ultraviolet Reflection Spectrophotometer, 10, 11 Model UV-2450 (Shimadzu, Kyoto, Japan). The color alterations were calculated using the CIE L*a*b* System, established by the "Commission Internationale de l'Eclairage -CIE". 12 This system allows the value of ∆E (color variation) between two readings to be calculated by means of the formula: alteration were performed after periods corresponding to 163, 351, 692 and 1,000 hours. The ∆E values were then submitted to analysis of variance and Tukey's test at a level of probability of 5%.
Results
The results demonstrated that, irrespective of the time period analyzed, all the materials evaluated underwent some type of chromatic alteration (∆E > 0). The test specimens made with Silastic 732 and MDX4-4210 without pigmentation presented the lowest color alteration values after 1,000 hours of accelerated aging (Tables 2, 3) .
No statistically significant differences were found between the different aging periods for the test specimens pigmented with ceramic powder, irrespective of the silicone used. However, a statistically significant difference was observed between the color alteration values for the test specimens in both silicones pigmented with cosmetic powder (Tables 2, 3 ).
Discussion
According to the results obtained in this study, both Silastic 732 and MDX4-4210, whether pigmented or not, presented color instability (∆E > 0), irrespective of the aging period. It is known that this chromatic alteration may be caused by both intrin- Means followed by the same capital letter in the column and by the same small letter in the row do not differ statistically at a level of 5% of probability (p < 0.05), by Tukey's test. Table 2 -Mean values of the color alteration readings of the test specimens (n = 6) made with Silastic 732 without pigment and with the three types of pigments, after the experimental aging periods. Means followed by the same capital letter in the column and by the same small letter in the row do not differ statistically at a level of 5% of probability (p < 0.05), by Tukey's test. Table 3 -Mean values of the color alteration readings of the test specimens (n = 6) made with Silastic MDX4-4210 without pigment and with the three types of pigments, after the experimental aging periods.
After the first color reading was made, an accelerated aging treatment was carried out by means of an aging chamber (Comexim Matérias Primas Indústria Comércio Ltda., São Paulo, SP, Brasil) for non-metallic specimens, using UVB/condensation.
The test specimens were submitted to periods of alternate ultraviolet light and condensation of distilled water saturated with oxygen under conditions of heat and 100% humidity. Each aging cycle was performed for twelve hours. In the first eight hours, ultraviolet light was irradiated at a temperature of 60 ± 3°C. In the next four hours, a period of condensation took place without light at a temperature of 45 ± 3°C. This process simulated the deterioration caused by rain water, as well as dew and ultraviolet energy (UVB) from direct and indirect sunlight.
The test specimens were exposed to 1,000 hours of accelerated aging, and new readings of chromatic sic and extrinsic factors. 13 The intrinsic factors involve discoloration of the material itself with alterations in the matrix.
14 Extrinsic factors, such as the absorption and adsorption of substances, also cause discoloration. 15 Associated with this, other factors can cause color instability, such as accumulation of stains, dehydration, water absorption, infiltration, surface roughness, chemical degradation, degradation from use, oxidation during double carbon reactions to produce peroxide compounds, and continuous formation of pigments due to degradation of products. 16 The spectrophotometric analysis revealed that the lowest values of color variation after 1,000 hours of aging were obtained by the non-pigmented test specimens (Tables 2, 3 ). This result indicates that both Silastic 732 and MDX4-4210 present satisfactory color stability and are indicated for clinic use 1, 8, 9, [17] [18] [19] [20] and that some physical and mechanical properties, such as color stability, can vary according to the addition of pigments.
Among the pigments, ceramic presented the lowest color alteration values and cosmetic powder presented the highest values (Tables 2, 3 ). This could be related to the size of the added particle or even to aging. It is known that silicone has a low level of cohesive energy and, therefore, a weak molecular interaction. Therefore, small particles tend to aggregate, but the larger ones separate from the polymer, and do not contribute to the reinforcement of the material. 18 The constituent particles of the cosmetic powder are probably larger than the ceramic particles and, thus, are more easily separated from the polymer chain, which could cause higher color instability in these materials. Moreover, pigments of organic origin such as make-up powder undergo greater degradation with aging and end up dissolving when they come in contact with UV light. 6, 21 Further studies are important to evaluate the influence of other pigments on the color stability of materials normally used in clinical practice.
Conclusion
Based on the results obtained in the present study, it was concluded that:
During spectrophotometric analysis, both Silastic 732 and MDX4-4210 presented color instability during the different periods of time analyzed. The materials without the incorporation of pigments presented similar color alteration values, and did not differ statistically.
The cosmetic powder used in this study was the pigment that most altered the color of the test specimens.
